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SI. INTRODUCTION

For several years hydrofracture has been recognized

as a potential failure mechanism which may compromise the con-
tainment of underground nuclear explosions. Very little quan-

titative data exists about hydrofracture processes in the tuff
of Area 12 (Nevada Test Site) and no data is available from

a steam-driven hydrofrac. The latter is particularly unfortun-

ate since steam is likely to be tihe medium of concern in any

forthcoming test. In addition, the physical processes involved
in a condensable medium hydrofrac are more complex than those

associated with more conventional gas or liquid hydrofracture

syste-.K. For instance, condensable hydrofracture involves the
coupled interaction of heat transfer, condensation, gas and
liquid diffusion, viscous flow, and crack development phenomena.
These various processes have been incorporated into a numerical
model, KRAK, developed at the Los Alamos Scientific Laboratory.

The primary objective of this work was to design and
develop a hydrogen/oxygen steam generator which would produce

copious quantities of high pressure, high temperature super-

heated steam. Emphasis had to be placed on problems of using

high pressure hydrogen and oxygen in a dron%.rollable and safe
manner. A secondary objective was to understand the fundamen-

tal engineering problems and limitations which might be en-

countered in a full-scale effort to produce a borehole steam

generating probe.

This report details work performed during the previous
year under contract DNA 001-78-C-0262. Section II elaborates

the physical principles underlying the hydrogen-oxygen steam
generator. Section III discusses the equipment design. Sec-
tion IV provides details of the instrumentatior, and controls.

Section V discusses the process control. Section VI presents
the results of two experiments in which high pressure , high

temperature steam was produced.
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In addition, four appendices are provided. In Appen-

dix A, the derivation for the adiabatic flame temperature is
prevented; in Appendix B, the calibration methodology and the
calibration curves for the hydrogen and oxygen flow control
valves are presented. Appendix C lists the physical properties
for the thermal insulation utilized in the tcrch test vessel.
Appendix D discusses safety and system check out procedures.
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II. TECHNICAL DISCUSSION

The objective of tho previous year's work was to
design, fabricate and test a prototype system utilizing Iy-
drogen, oxygen and water for generating copious quantities
of steam possessing known thermodynamic conditions. Quanti-
tative data were obtained on the various flow parameters in-
volved in the generation of the steam. In addition, the
system was to be controllable to the point where one could

alter the thermodynamic state of the steam from experiment to
experiment. These considerations led us to consider a water
cooled hydrogen and oxygen flame. Our initial reaction to
the idea was negative because of the obvious safety concern
associated with it. On the other hand, the fact that the
gases are highly reactive is of major assistance in developing
an overall system. The gas ignition and process control havS
turned out to be relatively straightforward.

The chemical reactiot' for a stoichiometric mixture
of hydrogen and oxygen can be illustrated by the following
chemical equation:

2 H, + 0 2 p 2 HaO + heat (1)

This equation states that two moles of hydrogen
react with one mole of oxygen to produce two moles of water
(steam). This reaction is highly exothermic. Therefore, water
(liquid) can be added to absorb this heat of combustion and
produce additional quantities of steam. The injected water
does not enter the chemical reaction but merely absorbs-heat.
thus lowering the adiabatic flame temperature. The adiabatic
flame temperature is the temperature of the products of com-
bustion assuming no heat transfer across the system boundary.
Furthermore, the injection of water does not quench the flame
because the combustion of hydrogen and oxygen is so highly re-
active and exothermic. This reaction with the addition of
water can be expressed as:

9



2 H2 + 02 + n H20 -o (n + 2) H20 (2)

The flame tenrarature is controlled by the number
of moles of water injected. With the addition of six moles

(n-6) of water, the resulting adiabatic flame temperature is
1040 degrees Kelvin (7690C), assuming a stoichiometric mixture
and complete combustion. Calculation of the flame temperature

for n-6 is presented in Appendix A. Figure 1 demonstrates the
temperature range available for generating steam as a function
of the amount of water added. Note that temperatures on the
order of 1000 to 2000 degrees Kelvin are generated at pressures
of the order of 5 to 10 megaPascals with modest additions of

liquid water. These calculations were made for an ideal gas
equation o' state, with dissociation included. Several non-
ideal calculations have shown these results to be reliable to

one percent. Furthermore, dissociation is unimportant at
temperatures below 2500 degrees Kelvin.

The design conditions are 10 moles/second of super-
heated steam at 10.45 Megapascal and 7690C. Therefore, the
following proportions of hydrogen, oxygen anri water must be

combined.
2.5 H.2 + 1.25 02 + 7.5 H2 0 1 10 H20 (3)

or in more meaningful units, 5 grams per second (gm/sec) of
H2 and 40 grams per second of 02 must react, with injection

of 135 grams per second of water to produce 180 grams per
second (10 moles/sec) of superheated steam at 769 0 C. The
actual steam temperature attained may be less than the ideal

temperature of 769 0 C due to a number of factors including:
non-stoichiometry, incomplete combustion and non-adiabatic con-
ditions within the chamber. The stoichiometry of the mixture

will depend rron the accuracy to which the H2 and 02 flow can

Le controll d. The completeness of combustion will depend

upon the mixing and turbulence within the combustion chamber.

However, hydrogen and oxygen are so highly reactive that com-

plete combustion should result.

10
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III. EQUIPMENT DESIGN

A mechanical flow diagram for the water-cooled hydro-

gen/oxygen steam generator is shown in Figure 2. This dia-

gram schematically illustrates the pertinent equipment and

instrumentation. A photograph of the overall test site is

shown in Figure 3. The equipment design discussion is broken
down into various subsystems. These systems include the pres-
sure/combustion chamber, torch head, ignition system and water

injection.
PRESSURE/COMBUSTION CHAMBER

The Pressure/Combustion chamber consists of a type

304 stainless steel cylinder with 10.2 centimeter thick heat

treated carbon steel end plates. The chamber is made pressure

tight by means of 0-ring seals and proper torquing of the stud
bolts which secure the end plates. A drawing of the pressure/

combustion chamber is shown in Figure 4. The chamber is lined

with a 5.1 centimeter thick layer of high temperature and

moisture resistant thermal insulation to protect the pressure
containing walls from the extreme heat and also to maintain
adiabatic conditions within the chamber. The specifications

for the insulation are tabulated in Appendix C. A 0.16 centi-

meter thick type 304 stainless steel liner is installed in the

chamber to protect the thermal insulation from severe steam

ablation and from becoming saturated with water which would

cause it to lose its insulative properties. The liner also

acts to help vaporize the water that impinges upon its hot
surface. This liner is not pressure tight therefore the in-

sulation is not subjected to a pressure gradient which would

tend to crush it.

In addition, a J-type thermocouple is mounted on the

outside wall of the chamber to monitor the surface temperature.

This temperature is continuously indicated on a temperature

readout instrument. Therefore, if the thermal insulation'

13
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Figure 3. Overall vi~ew of the test site.
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should breakdown with subsequent over-heating of the chamber
walls, the experiment can be aborted.

The chamber has a 1.3 cm stainless steel vent line
with an electrically actuated valve (HOKE two-way ball valve

with a ROKE0 electric motor driven actuator) for remote

operation of the chamber vent mode from within the bunker.

The top end plate has a stainless steel post mounted

in its center. -'This post has a,*small& orifice (steam exit ori-

fice) the size of which determines the steam pressure that can

be attained. Sizing of this orifice is discussed in Section V.

Several photographs of the pressure/combustion chamber
along with associated hardware are shown in Figures 5, 6,7
and 8. Figure 5 shows an overall view of the chamber mounted

on the test stand with a lifting hoist, which allows removal

of the top end plate. Figure 6 is a photograph taken looking

into the chamber. The thick annular band is the thermal in-

sulation with the stainless steel protective liner. At the

bottom of the chamber, notice the tip of the torch protruding

through the center. Also note the glow plugs and the tempera-

ture and pressure probes. .A photograph of the bottom of the

chamber, showing the mounting of the torch with feed lines,

vent line, thermocouples, pressure probe and glow plugs is

shown in Figure 7. Figure 8 is a photograph of the thermal

insulation and the stainless steel protective liner removed

from the chamber.

TORCH HEAD

The torch head design is based on a commercially

available, high-capacity scarfing and cutting torch (AIRCO

6200 series, style 822-6590 with a style 213, size 18 tip).

This head was modified to include a water injection line ported

through a central hole in the torch. The original purpose of

the central hole was to allow flow of additional quantities

of oxygen during the cutting process. A picture of this mod-

if ied torch is shown in Figure 9.

17



Figure 5. overall view of chamber on test stand.]
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Figure 6. Test chamber (top view) showing ceramic insulation..
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Figure 7. View of the bottom of the chamber.
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Fi gure 9. Torch head modified to
accommodate w~ater flow.
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The tip for the torch was modified from a premixed
(internally mixed) to an externally mixed type. in a premix
or internal mix tip, the fuel and oxidizer mix and homogenize
in the tip and exit as a combustible mixture. While in an ex-
ternal mix tip, the fuel and oxidizer exit an separate gases
and mix outside the tip. In the premix configuration (used in

work performed under Contract DI4AO0l-77-C-0l88), there were
problems with flashback of the flame with subsequent cata-
strophic failure caused by melting -.f the copper tip. Flash-
back results when the back pressure in the chamber increases
to such a value that the exit velocity of the mixture decreases
to a value close to the flame velocity of the mixture. The
flame velocity in a hydrogen-air mixture is about 300 cm/sic

compared to about 40 cm/sec for methane and propane. The

flarte can thus flash back into the tip along the wall of the
exit orifices where the gas velocity is a minimum. As the gas
velocity decreases, the thickness of the boundary layer along
the wall increases thus providing a wider path for flashback.I ~in an external mix type tip, there is very 'ittle
chance of flashback. Since the fuel and oxidizer exit unmixed
from independent orifices, there is not a combustible mixture
within the tip to sustain a possible flashback flame. Even a

mixture within the tip, resulting from possible diffusion of
hydrogen back into an oxygen orifice, would be substantially
below the lower flammability limit for hydrogen. A cross-

sectional view of torch tip modified for external mixing is
shown in Figure 10. This modification was accomplished by
by silver soldering and/or peening closed alternate oxygen and
hydrogen ports.

An external mix tip produces a dTif fusion type flame
with no definite boundaries as opposed to a typical cone-shaped
flame associated with a premix tip. Fortunately, hydrogen

and oxygen are so highly rea-tive that essentially complete

combustion is attained. Also the combustion chamber is rela-

tively small, with intense turbulence and therefore provides
t .horough mixing. 23
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Further modification of the tip included removing a
factory provided circumferential skirt which acts as a flame

holder. The flame holder tends to stabilize the flame by

keeping it seated close to the tip preventing blow-off and

possible quenching of the flame. In essence, a flame holder

provides a large exit diameter and, thereefore, a low exit

velocity of the gas mixture. This new boundary layer, low gas
velocity zone, acts as a pilot light to keep the main flame

established as long as it is able to ignite the mixture flowing

past. Eowever, flame flashback results because of low exit

velocity.

The torch assembly mounted in the combustion chamber

is shown in Figure 7. The supply lines for hydrogen, oxygen

and water, shown connected to the torch, are also shown in

Figure 7. Notice that check valves are installed in all supply

lines to prevent possible back-flow of water or gases into the

supply lines.

IGNITION SYSTEM

The ignition source for enflaming the HZ/0 2 mixture
is a redundant pair of model airplane glow plugs The glow

plugs are small coiled platinum wires which incandesce (glow)

when energized with a 6-volt dc source. They are mounted on

aluminum posts with the electrical lead wires running through

the center. The plugs are symmetrically disposed around the

tip of the torch as shown in Figure 4. The ignition energy

required to enflame an H2/02 mixture, especially near stoichio-

metric, is very small (about 1/10th of that required for most

hydrocarbon fuels) making the glow plugs very efficient igniters.

A block diagram of the ignition system is shown in Figure 11.

WAV'ER INJECTION

Water injection is maintain via a positive displace-

ment, air-driven type pump (Haskel Model GSF-35 rated at 4.47

kilowatts). The water discharge rate is controlled by

25



r

Glow Plugs
l1n v~C On/Of f

Switch

Glow P lugs
"On"

Indicator

Two 6 V
Dry Cell Electrical
Batteries Relay ow Plugs
in Series

Figure 11. Bloc% diagram of the ignition system.
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regulating the air drive pressure and/or air flow rate to the

pump. A precision metering valve (Whitey Model SS-6LRF4, 8

turn) is installed in the water line for further control of the

r water flow rate and discharge pressure. Distilled or de-ion-

ized water is used to prevent possible hydrogen embrittlement

of wetted metal surfaces in contact with hydrogen. Distilled

water also minimizes corrosion and assaures a clean system. A

photograph of the control valves for the water flow is shown
in Figure 12.

A pulsation dampener, consisting of a high pressure

flexible hose 7.6 meters long and 0.95 centimeters in diameter

formed into a coil, is installed at the pump discharge to

dampen pressure spikes. This assures a mo~re uniform water

spray pattern in the combustion chamber and nore accurate mea-

surement of the water flowrate. The pulsation dampener also

protects downstream plumbing from harmful pressure surges. A

photograph of the water p ump and pulsation dampener is shown in

Figure 13.

Injection of the water into the combustion chamber

requires that the water be broken up into very small droplets
and distributed in a uniform pattern. As the droplet size de-

creases, the total surface area per unit volume for heat trans-

fer increases, thus providing more rapid conversion to steam.

The spray must be distributed uniformly into the flame so as
to provide the greatest temperature gradient for heat transfer
and also to assure of no localized hot spots. For a given

flowrate, the droplet size varies directly with the orifice
J

size and inversely with pressure.

After considerable experimentation with various spray

nozzles, a combination of the proper orifice diameter and water

pressure was obtained which provided a full cone spray pattern

of small droplet size possessing the proper spray angle. This

pattern engulfed the entire flame. For a given orifice size and

pressure, the spray pattern and droplet size will vary somewhat

27
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Figure 12. Controls for adjusting the waterflow rate. (Notice the pressure
regulator and flow control valve
for controlling the air pressure
and flowrate.)
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Figure 13. Water pump and pressure
pulsation dampener.
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I Figure 14. Water spray pattern.
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with flowrate. For a flowrate of 8.14 1/min, atomization and

a full coae spray pattern is obtained by maintaining a 6.9 MP.a

pressure drop across a 0.117 cm diameter orifice. A photograph

of the resulting spray pattern is shown in Figure 14.

GAS SUPPLY

. •Four K-size bottles of hydrogen (5410 standard cubic

liters at 13.9 MPa each) are manifolded together to provide a

total run time of 1.4 minutes. One T-size bottle of oxygen

(9345 standard cubic liters at 18.3 NPa) provides a run time

of 1.9 minutes. These run times are based on flowrates 5 gm/sec

and 40 gm/sec at 10.45 MPa, respectively, with final bottle

decay pressure of 11.14 MPa. The location of the hydrogen and

oxygen bottles is shown in Figure 3. They are outside any area

which may be occupied by experimenters during an experiment.

Only one person is permitted within the concrete block area

when the gas bottles are connected and opened. The block area

has a roof to shield the bottles from the sun. This sun shield

assures a more constant temperature for the reactants and thus

more accurate flow control.

ELECTRICAL EQUIPMENT DESIGN

Precautions were taken in selecting the electrical

equipment that is exposed to a potential hydrogen enriched en-

vironment. The actuators for the hydrogen and oxygen flow

control valves are housed in Nema type 7 enclosures and thus

meet the National Electrical code requirements for a Class 1,

Division II, Group D-type installation, hydrogen enriched en-

vironment. All other electrical valve actuators are intrin-

sically safe, inherently having no arc producing open contacts

or switches, and thus also meet the NEC requirements. However,

the entire steam generator assembly is located out-of-doors,

thus, any free hydrogen from possible leaky connections, etc.,

diffuses away rapidly since there are no confining areas for

hydrogen to concentrate.

31



IV. INSTRUMENTATION AND CONTROLS

Control of the entire experiment as well as monitoring

of the thermodynamic conditions within the pressure/combustion

chamber are effected from within the bunker. A photograph of

the main control panel is shown in Figure 15.

PRESSURE REGULATION FOR H2 AND 02

The pressure of the hydrogen and oxygen is regulated

in two stages for precise pressure control. The first stage

regulation is by manually-set hand regulators (Linde Model

SG3851, single stage). Second stage regulation is provided

by dome regulators (Grove Mity-Mite Model 94) which are loaded

remotely with nitrogen. The pressure to which the domes are

loaded (pressurized) is directly related to the resulting

delivery pressure for the hydrogen and oxygen. The dome regu-

lators also act as remote shut-off valves. When the domes are

not loaded, the dome regulators are "off," or in other words,

there~is no flow. The controls for the nitrogen are located

inside the bunker, therefore, the experimenter has a positive

means for remotely controlling the delivery pressure of hydro-

gen and oxygen from a safe ;srea. The pressure control system

for the hydrogen and oxygen is schematically illustrated in

Figure 2. A photograph of the first and second stage pressure

regulators is shown in Figure 16.

FLOWEATE CONTROL FOR H2 AND 02

The flowrates of the hydrogen~ and oxygen are con-

trolled via digitally controlled metering valves. These dig-

itally controlled valves consist of precision metering valves

(Whitey Model SS-3NTRS4, 7 turn) with mounted stepping motors

for remote actuation and valve positioning. The stepping motors

convert electrical pulses into discrete mechanical rotational

movements. For each pulse that is transmitted from a controller

the shaft of the stepping motor rotates through one angular

33
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Figure 16. First and second stage regulators
and digitally controlled metering
valves mounted on-line (at the
top of the picture, notice the
so 1 .enoid valve for directing
nitrogen to the dome regulators).

3

35,

k,



Figure 17. Close-up view of the stepping
motor. (Notice the potentiometer
geared directly to the shaft of
the stepping motor in a 1:1I gear
ratio.)
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increment of motion, called the step angle. The step angle

for these stepping motors is 0.9 degrees. There are 400

steps per revolution with a step accuracy of t 3 percent, non-

cumulative. This high resolution per revolution assures accu-

rate positioning of the metering valves with excellent repeat-

ability. The stepping rate can be as high as 1200 steps per

second providing high speed positioning of the valves. The

digitally controlled valves are shown in Figure 16. A photo-

graph of a stepping motor with the explosion-proof housing

removed is shown in Figure 17.

The valve controller has two identical channels, one

each for the hydi.ogen and oxygen control valves. Each channel

incorporates a digital clock to generate electrical pulses and

an electronic counter to keep track of the number of pulses

transmitted to the corresponding stepping motor. The number

of steps of motion required (valve position) is programmed in-

switches. The sequencing and switching logic converts these

programme.d inputs into the proper signals and causes the

stepping motor to step of f the required motion. Each channel

has a closed loop servo positioning circuit which comparesii the actual position with the command position and precisely

r moves the valve to the command pos.-.tion. This is accomplished
via a potentiometer directly driven by the stepping motor.

The voltage from the potentiometer is the analog equivalent

of the stepping motor position while the input voltage is the

analog equivalent of the digital input command set on the

thumbwheel switches. if the voltage signal from h'e potenti-

ometer does not coincide with the input voltage signal, the

controller will drive the stepping motor until this error

voltage (difference between input and potentiometer voltages)

is zero. The valve is then in the position inputted by the

thuxnbwheel switch. A meter is mounted on the front of the,

panel to indicate the valve position at any time. A dra1vý I4-
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of the controller panel with call out of all controls and in-
dicators is shown in Figure 18. The function of the controls

on the ont panel of the coi~troller are described below..

A. Thumbwheel switches for entering the desired
initial position for the hydrogen oz oxygen

metering valve to hundredths of one turn.
B. RESET - when the RESET button is pushed, the sys-

tem will simultaneously return the
hydrogen and oxygen valves to the position to

Swhich the thumbwheel switches are set.
C. RAMP ON - when the RAMP ON button is pushed,

the system automatically and synchronously
"ramps" the valves open further to positions

dependent upon the preprogrammed ramps.

D. START PROGRAM - when the START PROGRAM button is

pushed, the system simultaneously directs the

digitally controlled valves to position to
the number of turns open commanded by the

thumbwheel settings.
E. SAFETY SWITCH, NL . Toggle switch for acti-

vating the solenoid valve for loading and
unloading the dome regulators.

F. OPERATOR'S SWITCH, N2 (outlets for the
operators switch). Abort type switch that

must be continually held down to maintain

the dome regulators loaded and thus flow
of Ha and 02.

G. DOME REGUIATORS LOADED INDICATOR lights up

(red) when the domes are loaded.

H. GLOW PLUGS ON/OFF SWITCH. Turns the glow

plugs on and off.

I. GLOW PLUG INDICATOR lights up (red) when the

glow plugs are energized.

J. VALVE POSITION METER indicates the position

of the valve in number of turns open.
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K. HIGH LIMIT INDICATOR lights up (green)-when

the system tries without success to open

the valve past a maximum number of turns as

set on the thumbwheel switches. This is

the maximum valve opening reference.

L. IN POSITION INDICATOR. When the system has

achieved the command position as entered

on the thumbwheel switches, the IN POSITION

INDICATOR will light up (red).
M. LOW LIMIT INDICATOR lights up (green) when

the system tries without success to close

the valve past a minimum number of turns

open as set on the thumbwheel switches.

This is the zero reference point.

In addition, each channel includes a ramp circuit for

opening the valves to a preprogrammed position. To maintain

combustion stoichiometry the flowrates of hydrogen itnd oxygen

are in a ratio of 2:1 on a molar basis, therefore- the valve

settings must be such to maintain this ratio. Consequently the

ramps as well as the initial valve setting (thumbwheel switch

sbtting) for the hydrogen and oxygen are different to maintain

stoichiometry throughout the transition from critical flow to

subcritical flow. The flow analysis through the valves will

be explained further in Section V.

The ramps for both the hydrogen and oxygen control

channels are run synchrohously by the same electronic clock.

Therefore, both valves reach the final valve settings simul-

taneously, thus maintaining stoichiometry. The ramp can be

reprogrammed via minor circuit adjustments, providing a broader

range of process flow conditions. A block diagram of the con-

troller is shown in Figure 19..

PRESSURE AND TEMPERATURE MONITORING

Pressures are monitored using Validyne pressure 'I
transducers (model DP-15, variable reluctance type) of the

tranducrs Mode DP15, 40
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appropriate range. The pressure upstream and downstream of

the hydrogen and oxygen flow control valves as well as the

differential pressure across the water flow control valve are

monitored and recorded. In addition, the pressure within the

chamber is continually monitored. Pressure communication to

the chamber is effected by means of a stainless steel probe

which extends through the bottom end plate and on into the

chamber. A block diagram depicting the pressure monitoring

and recording system is shown in Figure 20.

Two K-type thermocouples (Chromel-Alumel) with Type
316 stainless steel protective sheaths were used to monitor
the temperature within the combustion chamber. The thermo-

,A couples extend through the bottom end plate into the chamber,

one extending to a height equal to. that of the torch tip and

the other extending to t~te top of the chamber. Thus, the
temperature at the two ends of the chamber is continually moni-

tored and recorded. The temperature gradient as indicated by

the two thermocouples indicates the effectiveness of the in-

jected water in controlling the flame temperature. A block

diagram or the temperature monitoring and recording system4

is shown in Figure 20. An ice reference junction was not used

since the absolute error for measurements in the range of

8000 - 11000 K is small (approximately 210 K).

The flow of nitrogen to the dome regulators is con-

trolled via a solenoid valve. When energized, it directs flow

of nitrogen to the dome regulators, which in turn, allow flow

of H2 and 02. When de-energized, it unloads the domes by di-

verting the niitrogen from the domes through a vent. In the

event of a power failure during the course of the experiment,

the solenoid valve would stop the flow of hydrogen and oxygen

to the torch. A block diagram of the control system for loading

and unloading the dome regulators is shown in Figure 21.

in addition, an intercom system is located near the

torch head to monitor noises from the chamber or surrounding
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area. The flow of gas, ignition, as well as problem noises

can be heard from within the bunker. This intercom proved to

be worthwhile on several occasions, by preventing a possible

meltdown.

One experiment was aborted after 20 seconds into the

run because of abnormal combustion noises. A slight anomalous

drop in the chamber pressure and temperature corresponded with

these abnormal noises. Upon examination of the interior of the

test chamber, the copper t16orch tip was completely melted and

and had 'pieces of copper imbedded in the walls of the thermal
insulation. This catastrophic failure of the torch tip was a

result of flame flashback into the tip. Subsequently, the tip
was redesigned to an external mix type to circumvent flame

flashback problems.

Another experiment was aborted after 45 seconds be-

cause of abnormal noises from the chamber which corresponded

was found to be plugged with chips of ceramic insulation. Sub-

sequently, a type 304 stainless steel liner was installed toI' prevent ablation of the thermal insulation.
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V. PROCESS CONTROL

The design process conditions are to produce 10 moles/

sec of superheated steam at 769*C and 10.45 MPa. As stated

previously, the flowrates of the reactants to produce 10 moles/

sec of steam at 7690C are as follows: H2 - 5 gm/sec, O -

40 gm/sec, and H20 - 135 gm/sec. The desired pressure of
10.45 MPa can be attained by proper sizing of the steam exit

orifice in the Dressure/combustion chamber. Figure 22 below

illustrates the flow process.
REACTANTS

H2  PRODUCT
Pressure/Combustion

H20 Chamber S team

02

Figure 22. Process flow diagram.

Initially the pressure within the chamber will be at

atmospheric pressure with the flowrate of steam being zero.

As flow of the reactants initiates with subsequent combustion,

the pressure in the chamber will increase. The flowrate of

the steam will also increase since the density is increasing

accordingly. As the chamber pressure approaches 10.45 MPa,

the steam mass flowrate will be such that it is equal to the
combined mass flowrates of all the reactants. This is assuming

100% quality steam. The pressure and flowrate of the steam as

a function of time are shown in Figures 23 and 24 respectively.

SIZING OF THE STEAM EXIT ORIFICE

Calculation of the steam exit orifice in the test

chamber required to attain 10.45 MPa steam at a flowrate of

LI 10 moles/sec and at 7690C is as follows. The flow of the

steam through the exit is initially subcritical but as the

chamber pressure, P , increases to a value greater than 1.89
times the back pressure, (Pb/P < 0.528), the flow transits
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Figure 23. Chamber pressure versus time.
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Figure 24. Flowrate of steam versus time.
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to critical flow. The back pressure being atmospheric and

therefore constant. Critical flow of a compressible gas is

defined as flow that results when the ratio of the back pres-
j sure to the chamber pressure is less than the critical pres-

sure ratio, which is 0.528 for an ideal gas. This also implies
that the flow velocity at the exit of the orifice is Mach 1
or sonic. In other words, the flow velocity is equal to the
velocity of sound through the particular gas.

Therefore, the flow of steam is choked at all times,
except during the initial period of time in which the flow is

subcritical; that is, until the chamber pressure reaches 0.192
MPa.

The mass flowrate of a gas can be expressed by the
continuity equation

i m= pVA (4)
where :

r m = mass flowrate (gm/sec)

P = masb density (gm/cm3 )
V = velocity of flow (cm/sec)

A cross-sectional area of orifice (cm2 )

The density can be derived from the equation of state

for an ideal gas

p P/RT (5)

"where:

"P = absolute pressure (MPa)

R = gas constant (.1103 qm-cal/cm-K for steam)

T = absolute temperature (*K).

1 As was stated previously, for critical flow the flow

velocity is sonic since the Mach number is equal to one at the!I
orifice. Mach number being expressed as:

M V/C
where:
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M - Mach number, dimensionless
V a flow velocity
C - spead of sound through the gas.

The speed of sound thzough a gas being defined by

C oT ('7) I
where:

y ratio of the constant pressure and constant volume
specific heats, Cp/CV , 1.4 for steam

gc- gravitational constant, 1 gm.-cm/dyne-sec 2 .

Equations 5 and 7 are substituted into Equation 4 to
give the relation

m~-- " y-aT A (8)
RT A- cT

The velocity term in this expression (Equation 8)
represents the velocity through the orifice. The temperature
and pressure at the orifice must be used to determine the
mass flowrate.

For the flow of a compressible gas through an orifice,
isentropic flow can be assumed. Isentropic flow being defined
as adiabatic and reversible, frictionless. Also in an isentro-
pic process, the stagnation pressure and temperature are con-
stant. The stagnation pressure and temperature are expressed
by Equations 9 and 10, respectively.

Pt= P(l + 2 M2)Y- (9)

Tt = T( + l M2) (10)
where:

Pt =stagnation pressure
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P - static pressure

Tt - stagnation temperature

T - static temperature

Y - ratio of specific heats, 1.4 for an ideal gas

M - mach number

For an ideal gas flowing at Mach 1, these reduce to

P = 0.5 2 8Pt (11)

T - 0. 833Tt (12)

The flow velocity within the chamber can be assumed to

be essentially zero. Therefore, the stagnation pressure and

temperature are equal to the static pressure and temperature

inside the chamber, respectively. Consequently, since the

pressure and temperature inside the chamber are measured and

thus of known values, the static pressure and temperature at

the orifice can be determined from Equations 11 and 12.

Substituting Equations 11 and 12 in Equation 8 gives

the expression:
0.528P_ t R x 0.833Tt A (13)

m = R x 0.833Tt

From this expression the required orifice size for any

combination of steam flowrates, temperatures and pressures can

be derived, provided the flow is sonic at the exit orifice.

The orifice size for generating 10 moles/sec (180 gm/sec) at

700 0 C at 10.45 MPa, after substituting the proper values in

Equation 13 and in the proper units, is 0.46 cm in diameter.

The orifice size is a fixed parameter which can not be changed

during the course of an experiment; therefore, if the flowrates

of the reactants and/or the steam temperature are too low, the

chamber will not reach the desired pressure. Of course, if the

quality of the steam is not 100%, neither the steam flowrate or

pressure will be as high as expected. However, should the

steam temperature and/or the flowrates of the reactants be too

high, all other variables remaining constant, the chamber pres-

sure will increase to reflect these increases.
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FLOW ANALYSIS IF H2 AND 01

The flowrates of the hydroqen and oxyqen are controlled

via servo-controlled metering valves. The inlet pressure to

the meterinq valves is maintained constant via the dome pres-

sure regulators. This pressure, P1. being maintained at 11.14 MPa

for generating 10.45 NPa steam. A flow diagram for this pro-

cess is shown in Figure 25.
Nz

Dome Digitally
Pressure Controlled
Regulator Metering

Valve Chamber

Figure 25. Typical flow diagram for hydrogen and oxygen.

initially the flow through the metering valves will

be critical and will remain choked until the back pressure or
chamber pressure increases to 5.88 MPa, that is, until the

critical pressure ratio Pj/Pj exceeds 0.528. During this per-
iod of time in which the flow is critical, the flowrates of

the hydrogen and oxygen remain constant at 5 qm/sec and 40 gm/sec
respectively since the supply pressure is maintained constant

at 11.14 MPa. The changing, increasing, back pressure has no

influence upon ,e flowrates as long as the flow is critical.
This can be explained from the continuity equation, m = oVA.
The density is constaxnt sii~ce the pressure is fixed at 11.14 MPa,

also the velocity is (fonstant at the sonic velocity and the

area is fixed since the metering valve setting is preset by
the th'nmbwheel switches.

As the chamber pressure increases to a value greater
than 5.88 MPa, the flow goes subcritical since the critical

pressure ratio is exceeded, that is, P2/Pi > 0.528. Therefore,

I the flow velocity decreases, becoming subsonic with an ultimate

b decrease in the flowrates. The flowrates of the hydrogen and
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oxygen will decrease until the flow of the steam reaches steady-
state, steady flow conditions, which is dependent upon the

final chamber pressure and temperature as well as the steam exit
orifice size. The flow analysis through the metering valves

is depicted graphically in Figures 26 and 27.

To maintain the flowrates of the hydrogen and oxygen
constant at 5 gm/sec and 40 gm/sec respectively, the metering
valves must be opened further as soon as the flow goes sub-
critical. Opening of the valves must continuae until steady-
state, steady flow conditions of 10 moles/sec of superheated

steam at 7690C and 10.45 MPa is attained. Calculation of the
initial and final settings for the hydrogen and oxygen valve
are shown below.

The universal yardstick for the flow capacity of a
valve is the flow coefficient, C . The flow coefficient is
defined as the flow which will pass through a given flow restric-
tion for a qiven pressure drop.

The flow coefficient, CV, for critical flow through

a valve is expressed by

where: CV 694 Pi (14)

- flow coefficient, dimensionless
!Q -flowrate, i/sec @ STP
SSG -specific gravity, dimensionless

T -absolute temperature, OX

P, - inlet or supply pressure, absolute (MPa)

For flowrates of 5 gm/sec of hydrogen and 40 gm/sec

t of oxygen at 11.14 MPa and 210C, the required flow coefficients
are 0.033 and 0.066 respectively. These flow coefficients

correspond to valve settings of 0.6 turns oeen for the hydrogen

valve and 1.05 turns open for the oxygen valve. These valve
settings are determined from the calibration curves of the

valves shown in Figures B-1 and B-2 of Appendix B.
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Critical flow valve

Steady-state. steady-f low valvye

i i i__III___ I__ ___

Figure 26. Flowrats of a, versus time with P1 at 11.14 MPa
and. a fixed valve setting.

40 Critical flow valve

Steady-state, steady-flow valve
A!'

TXM SFigure 27. Flow rate of O ve rsus tim e with P1
at 11.14 MPa and a fixed valve setting.
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The flow coefficient for subcritical flow through a

valve is expressed by
SG xT (15)

CV 819 P14 - P22'

where: •

P, = inlet or supply pressure to valve,

absolute (MPa)

Pz = outlet pressure of valve, absolute (MPa)

For flowrates of 5 gm/sec of hydrogen and 40 gm/sec
of oxygen, at 11.14 MPa and 21 0 C and allowing a 0.34 MPa pres-

sure drop across each valve, that is, P 2 equals 10.8 MPa, the
required flow coefficients are 0.114 and 0.22E respectively.

These flow coefficients coirespond to valve settings of 2.4

turns open for the hydrogen valve and 5.5 turns open for the

oxygen valve (as determined from the calibration curves).

These are the ultimate valve settings that must be achieved

to attain the steady-state, steady flow conditions of 10 moles/

sec of steam at 10.45 M4Pa and 769 0 C.

The steady-state, steady flow conditions are attained

via automatic ramp circuits which are a built-in feature of th',

controller for the digitally controlled metering valves. The

ramp circuits synchronously ramp the metering valves open to

the final settings in 30 seconds. The ramps for the hydrogen

and oxygen valves are shown in Figure 28.

The ramps will not track the flowrates perfectly.

The actual hydrogen and oxygen flowrates will overshoot and

undershoot the desired flowrates of 5 gm/sec and 40 gm/sec,

respectively. However, this overshooting and undershooting

of-the flowrates will not prevent achieving the desired steady-

state, steady flow conditions for the steam. The flowrate of

the water is maintained at the design flowrate of 135 gm/sec. f
This is the flowrate required to maintain the flame temperature

at 7690C. Therefore, an overshoot in the flowrates would tend

to cause the flame temperature to increase. However, the
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if

effect of an overshoot upon the flame temperature is minor
since the amplitude and duration of a given overshoot are small.
Figure 29 conceptually illustrates this overshooting and under-
shooting of the flowrates.

Overshocting/
Critical Undershooting

Flow Period

5-H _ _ _ _

N I I

I I

[ 40-02

S30

Time (seconds)
Figure 29. Conceptual illustration of the flcwrates of

H2 and 02 versus time.

The ramps must be initiated when the flow into the
test chamber transits from critical to subcritical; that is,
when the chamber pressure reaches 5.88 MPa. The time for the
chamber pressure to reach 5.88 MPa can be calculated a3 shown
below.

The conservation of mass states that the mass flowrates
entering a control volume must be equal to the rate of change
in the mass within the control volume plus the mass flowrate
leaving the control volume. This relation can be expressed as:

dm. dmCV dme (16)
dt
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where:

din.
__ mass flowrate into the control volume

dt
dmcv

d rate of change of the mass within the controldt
volume

dine

-- - mass flowrate leaving the control volume

This relationship is illustrated pictorially in Figure 30.

H2

dm. dmcStea dme
1. 120 CVSteame

dt dt "t

02

Figure 30. Illustration of the law of conservation of mass.

The total mass flowrate in can be expressed as:

dim.
pV) + pV) QV)

dt H2 02 OH20 (17)

Where:
p - mass density, gm/mr

V = volumetric flowrate, 1/sec

For flowrates of 5 gm/sec of H2, 40 gm/sec of O both

at 11.14 MPa and 135 gm/sec of water

- = 180 gm/sec a constant (18)

The mass flowrate of the steam leaving the chamber is
a function of the chamber pressure assuming the temperature
and the mass flowrate entering the chamber are constant. The

58



mass flowrate exiting the chamber is expressed by Equation .13,
that is

0.528P.
e" R x 0.833TtygcR x 0.833Tt A (19)

Assuming a constant steam temperature of 76900 and
a steam exit orifice of 0.46 cm, mass flowrate leaving can
be expressed as a function of only the chamber pressure

dm

= 17.23 P in gm/sec (20)

The mass within the chamber at any instant in time
can be expressed by the equatioiL of state

mcv PcV/RT (21)

The rate of change in the mass can be determined by
differentiating, that is:

dmcV V dPc(
at RT dt (2

or rearranging

dP c TdmC R
c~~ is aTCT constant (23)d sv

whe re :
hr rate of change, MPa/sec

dt = rate of mass change, gm/sec

R = gas constant, 0.1103.gm-cal/gmn--K
T = 1042° K

V = internal volume of chamber, 8803 cm3

therefore, after substitution of the known and constant term

dP dmv
0.051 dt (24)

dt dt
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therefore, substituting Equations 20 and 24 into Equation 16

and rearranging

dP
C .051(180 -. 17.23 PC) (25)

dt

Rearranging and integrating Equation 25 within the pressure

limits of 0 to 5.88 MPa

5. 88 f

10(180dc - 0.051dt (26)
(180 - 17.23P)

t = 0.94 seconds

Therefore, the flow into the test chamber is critical

for one second. After this time, the ramps must initiated to

open the valves further.

FLOW ANALYSIS OF THE WATER

The flowrate of the water can be controlled by several

methods: via the flow control valve or by regulating the pump

stroke rate. The water pump is a positive displacement type

and thus discharges water in discrete volumes rather than as a

continuous and uniform flow. Consequently, the pressure drop

across the flow control valve varies cyclically and directly

with the flowrate. This relationship can be expressed as:

(27)

Q =1.44 Cv FSG-

where:

Q = volumetric flowrate, 1/rain

CV = flow coefficient of valve
AP = pressure drop across valve, KPa

SG = specific gravity, 1.0 for water.

The flow capacity curve for the water metering valve,

as specified by the manufacturer is shown in Figure 31.

60



'7
0.64 cm orifice

6
id

05

1

0.1 0.2 0.3 0.4 0.5 0.6 0.7 0.8

Flow Coefficient (CV)

Figure 31. F1,w capacity curve for the water valve.

The flow capacity curve is linear through most of its
range. However, the flowrate cannot be accurately calculated
based on a AP measurement which is cyclic. Therefore, water
flow control is difficult with a metering valve.

A more accurate means of controlling the water flow-
rate is by regulating the stroke rate of a positive displace-
ment pump. A discrete volume of water is discharged during
each pump stroke. Since the pump stroke rate can be changed,
via the air drive pressure and flowrate, it can be adjusted to
provide any required water flowrate. In the steam generator
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system, the stroke rate is monitored by sensing pressure cycles
using a differential pressure transducer installed across the
water valve. The stroke rate can thus be monitored from the
strip chart recorder.

The discharge volume of 49 cm3 per stroke was deter-"
mined by accurately measuring the volume of water discharged
during a 2-minute run and counting the number of strokes. The
flowrate as a function of the stroke rate can be expressed as:

V - 2.94 x S (28)

where:

V = volumetric flowrate, 1/min

S - stroke rate, strokes/sec

I
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VI. DATA AND RESULTS

Numerous experiments were performed utilizing the

hydrogen-oxygen steam-generator. The data for two successful
runs at high flowrates and temperature and pressures are pre-

sented in this report. Included in this section are the strip
chart recordings of the pressure and temperatures of the steam

generated as a function of time. Also experiment and instru-

mentation -heets are provided for each experiment. The exper-

iment sheet contains the test parameters such as valve settings, 4
,'team and water orifice diameters and the pump stroke rate,

as precalculated based upon the appropriate equations presented
in this report. The instrumentation along with the chart span

and chart speed for each channel of recording are tabulated in

an instrumentation sheet. The experimental data are compared
with theoretical calculations for correlation purposes and pre-

sented per experiment.
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EXPERIMENT 1 (6/27/79)

For this experiment, critical flow of hydrogen and

oxygen occurred throughout the entire run since the steam exit

orifice was sized to maintain test chamber pressure at 3.28 MPa-

Thu, te ati Pchamber/ reactant 4 0.528. The steam pressure
and temperatures recorded at the end of the 60-second run were

1.59 MPa with 1990C temperature at the bottom of the chamber

and 1880C at the top. Both the temperature and pressure of the

steam appear to have stabilized and are assumed to be the steady-

state, steady-flow conditions for the parameters in this experi-

ment. The sharp initial increase in temperature shown on the

strip chart recordings is a result of the few-second delay in

turning on the water until assurance of ignition.

The temperatures at the top and bottom of the chamber

agree within 110C which indicates that the water spray was ef-

fective in controlling the flame temperature. This uniformityj of temperature within the chamber also is an indication of the

quality of the steam. At a pressure of 1.59 MPa, the saturation

temperature for steam is 2000C. The recorded temperatures were

only slightly below this value and therefore in excellent agree-

ment with the theoretical temperature.

The discrepancy i4~ the theoretical and experimental

pressure and temperature for the steam can be attributed to

numerous causes includin.g: heat loss through the thermal insula-

tion, inaccuracies in setting of valves and measurement errors.

The heat loss through the thermal insulation is not quantifiable.

However, at the conclusion of the test, the chamber wall was

hot to the touch, estimated at about 100*C. Also, for this tx-

periment, the servo controllers for the H2. and 02 valves were

not operational. The valves were set by hand. Consequently

the position of the valves could not be adjusted to an accuracy
of better than 1/16th of a turn.
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The actual flowrates of hydrogen and oxygen can be

checked from the bottle pressure decay as indicated by the pres-

sure gauges. The subdivisions on the gauges are in 0.69 MPa

increments and thus can be read to an accuracy of not better

the 0.17 MPa. This provides only a rough check of the flow-

rates. Charles Law states that: PIVI = P 2 V2 assuming an ideal

gas at a constant temperature. From this relationship, the

initial and final volumes of gas in a bottle can be determined.

From these volumes th,. average flowrate can be derived. The

flowrates based on the bottle decays were 1.6 gm/sec and 25.6

gm/sec respectively. This is a lean mixture. The flowrates

should have been 2 gm/sec of H2 and 16 gm/sec of 02. Conse-
quently, the adiabatic flame temperature will be lower.

In addition, the flowrate of the water is subject to

error. There are several methods of checking the actual flow-
rate. The amount of water displaced from the water tank can

be determined from the change in water level. This check gives

a flow of 5.3 1/min. Based on the stroke rate of 0.86 cycles,/

sec, the flowrate was 5.1 1/min. The flowrate can ilso be deter-

mined frqm the pressure drop across the metering valve. For a

AP of 0.25 MPa and a valve CV of 0.2, the flowrate is 4.5 im/in.

This is the least accurate check since the AP is not constant

but cyclic. Also there are errors in setting the C for the

valve. These results suggest that the flowrate for the water
was high since 4.1 1/mrin is ideal.

For the case of 1.6 gm/sec of H2 and 25.6 gm/sec of 02

reacting with injection of 5.1 1/min of water, the heat oE com-

bustion is sufficient to vaporize only part of the water. Con-

sequently, the steam pressure and temperature will be lower.
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EXPERIMENT SHENT

Experiment No. I
Date 27 June 1979

Test Engr. L.D. Ellefson

.. PRESSURE REGULATOR SETTINGS:

Hydrogen hand reg. (HR-101) : 1300 PSIG

Oxygen hand reg. (HR-102) 130Q PSIG

Nitrogen hand reg. (HR-103) : 1000 PSIG

Air regulator (HR-104) 75 PSIG

2. METERING VALVE SETTINGS:

Hydrogen (ROV-101) : No. turns open .35 C .022

Oxygen (ROV-102) : No. turns open .70 Cv .043

water (HV-106) : No. turns open 2...20
Air (aV-109) : No. turns open /2 . Cv

3. FLOWRATES AND PRESSURES:

Hydrogen : 48 SCFM @ 1000 PSIG

Oxygen 24 SCFM @ 1000 PSIG

Air . SCFM @ 30 PSIG

Water 1.25 GPM @ ... .. ._PSIG

4. SUPPLY P.PESSURES AND VOLUMES:

Hydrogen: Size/No.Sottles I-KPres. rn/Fin 21.50/1725 PSIG

Oxygen : Size/No.Bottles I-T Pres. In/Fin 2500/2200 PSIG

Nitrogen: Size Bottle _ I-T Pres. PSIG

Water : volume (Initial/Final) 10.6/9.2 GALS

5. STEAM EXIT ORIFICE DIAMETER: &21 INCHES

6. COMBUSTION CHiAMBER TEMP.- AND PRES. EXPECTED:

Temperature 620 OF

Pressure : 460 ?SIG

7. RUN TIME: 60 SECONDS

8. H,0 ORIFICE DIAMETER: .043 INCHES

9. PUMP STROKE RATZ 8 Cycles/10 aec

REMARKS

1. Air Drive Pres, 30 PST

2. Pump Discharge Pres., 1100 PSI
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INSTRUMNTATION SKEET

experiment No. I

Oate 27 bu1qa 1979-. .
Instrument Engr... jjA-rrXn

1. PRESSURE TA.NSDUCERS

channel Location of Diaphraqm Expected
No. Transducer Size ( PSIG) Pres. (PSIG)

PI Inlet -1, Valve . 2
P2 Qutlelkt HI Valve -200

P3 Inlet 0. VAlve -20 IOU
P Outlet 0. Valve 420 UAX

-?_ Chamber _L30_0 460 Max

P6 Across Water Valve 2 4-

Channel Location of Type cf Expected j
No. Transducer Thermocoucle Itax Temp (0F)

Ti Bottom of Chamber K 620
T2 Top of Chamber K 620

3. STRIP CHART RECORDERS

Channel Data Chart Chart SpanSNo. Tam/pre. Soeed (Tn/XMin) (Full-Scale }

2 (T2) . _ _ -.- 6- _ -ts
, • 3 (TI) .T~em &_ _• 6_ _ •_miljilv s

H 5 (P2) Pros 6 S Volts

6 (P 4) Pres 6 -5 Volts

7 (P,) Pros 6 - .10 Volts J
8(P 3) Pro$ 6 10 volts
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(Experiment I, 6/27/7%)

70

188OC 016C Ref)

Flow of H, and 01
stopped, test60 1.59 a comupleted

s 0Channel 1 (Chamber
Pressure)

Channel 2 (Chamber
Tempera ture,
Top TC)S40

CChanneli O• 2

0) Channel1
Sm 1

S30

20

10 _"3106C (21C Ref.)

S0 gnition

OMV 10 MV
Temperature Szale (millivolts)

.1 .79 1.48 2.17
Pressure Scale (MPa)

Figure 32. Strip chart recording of the chamber
pressure and temperature.
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(Experiment I, 6/27/79)

70

Flow of H 2 and 02 stopped,
test completed

"60

-~--199*OC (21"C Ref.)i

50 Channel 3 (Chamber Temperature,
Bottom TC)

Channel 4 (Pressure Drop AcrossS" /Water Metering Valve)

i40

"- i
30

Channel 3
20-

Channel 4
0 "616'C (21oC Ref.)

10 '

__Water on

0 '" -Ignitipn
0 MV 10 MV 20 MV

Temperature Scale (millivolts)
.38 .66 .93
Pressure Scale (t, Pa)

Figure 33. Strip chart recording of chamber
teiperature and AP across water metering
valve.
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EXPERIMENT II (6/29/79)

For this experiment, the flows of Hi and 02 were

maintained critical. The metering valves were set by hand.

The assumed steady-state, steady-flow conditions at the end of

the 60-second run were 4.52 MPa with a 2540C temperature at

the bottom of the chamber and a temperature of 2430C at the

top. Here again the temperature gradient within the chamber

was small, only 110C. The recorded temperatures agreed closely

with the saturation temperature of 257 0 C for steam at 4.52 MPa.

The flowrates of H2 and 02 based on the bottle pres-

sure decay were 0.76 gm/sec and 21.6 gm/sec, respectively.

These are lower than expected which results in a lower flame

temperature. The water flowrate (based on a stroke rate of

0.83 cycles/sec) was 4.9 1/min. The flowrate based on AP across

the metering valve, was 3.6 1/min. Thus the water flowrate
seems slightly lower than the desired 5.3 1/min. However, for

flows of 0.76 gm/sec of H2 and 21.6 gm/sec of 02 with injection

of 4.9 1/min of water, the heat of combustion was sufficient

to vaporize only part of the water. As a result, the expected

temperature of 427 0 C and pressure of 9.34 MPa was not attained.
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EXPER1EINT SHEET

Experiment No. II
Date 29 June 1979
Test Engr. L.D. Ellefson

1. PRESSURE REGULATOR SETTINGS:
Hydrogen hand reg. (HR-101) : 2000 PSIG
Oxygen hand reg. (HR-102) 2000 PSIG
Nitrogen hand reg. (HR-103) : 1700 PSIG
Air regulator (HR-104) : 80 (75 flowing) PSIG

2. METERING VALVE SETTINGS:
Hydrogen (ROV-101) : No. turns open .26 C _

Oxygen (ROV-102) : No. turns open .55 C .033
vWater (MV-tO6) : No. turns open 2 Cv, O°2

Air (HV-109) No. turns open 1/2 C_ _

3. FLOWRATES AND PRESSURES:

Hydrogen : 60 SCFM @ 1700 PSIGOxygen : 30 SCFM @ 1700 PSIG

Air : SCFM @ 30 PSIG

Water : 1.4 GPM @ PSIG

4. SUPPLY PRESSURES AND VOLUMES:

Hydrogen: Size/No.Bottles 3-K Pres. rn/Fin 210o/1io0 PSIG

Oxygen : Size/No.Bottles 1-T Pres. In/Fin 2850/2600 PIG
Nitrogen: Size Bottle 1-T Pres. PSIG

Water Volume (Iritial/Final) 11.0/ GALS

5. STEAM EXIT ORIFICE DIAMETER: .14 INCHES

6. COMBUSTION CHAMBER TEMP. AND PRES. EXPECTED:
Temperature : 800 oF
Pressure : 1340 PSIG

7. RUN TIME: 60 SECONDS

8. H20 ORIFICE DIAMETER: .046 INCHES

9. PUMP STROKE RATE 9 Cyclea/10 sec

REMARKS

1. Air Drive Pres, 30 PSIG

2. Pump Discharge Pres, 1150 ISIG
3. 304 S.S. Liner Installed
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INSTRUMENTATION SHEET

Experiment No. II

Date 29 June 1979

Instrument Engr.Dan Harrison

1. PRESSURE TRANSDUCERS

Channel Location of Diaphragm Expected
No. Transducer Size (PSIG) Pres. (PSIG)

P2 Inlet H 2 Valve 2000 1700

p2  Outlet H1 Valve 2000 1340 Max

p 3  Inlet 02 Valve 2000 1700

p4  Outlet O0 Valve 2000 1340 Max

PS Chamber 2000 1340 Max
p6 Across Water Valve 2000 50

2. TEMPERATURE TRANSDUCERS

Channel Location of Type of Expected
No. Transducer Thermocouple Max Temp C'F)

Ti Bottom of Chamber K 800

T 2  Top of Chamber K ROD

3. STRIP CHART RECORDERS

Channel Data Chart Chart Span
No. Temp/Pres. Speed(I'n/Min) (Full-Scale)

1 (P3) Pres 6 V0 volts

2 CTz) Temp 6 50 Millivolts

3 (T 1 ) Temp 6 50 Millivolts
4 (P6 ) Pres 6 2 Volts
5 (P2) Pres 6 10 Volts_ _
6 (P4) Pres 6 10 Volts

7 (P1) Pres 6. 10 volts_ _

8 (P 3 ) Pres 6 10 Volts

iI
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(Experiment II, 6/29/79)

70 --

Channel 1 -
(Chamber Pres-
s ure) 430 C (210C Ref.)

Channel 2 - 60 low of H2 and
(Chamber Temper- Channel 2 02 Stopped,
ature, Top TC) Channel 1 4.52 MP Test Completed

50_

404

"I

io

~820

20

o0My 10 Mv 20 mv

Temperature Scale (millivolts)
0 1.48 2.86 4.24 5.62

Pressure Scale (MPa)

Figure 34. Strip chart recording of the chamber
pressure and temperature.
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(Experiment II, 6/29/79)

70

2 low of H2 and O Stopped,
60 "ýVes t Completed

2540 -(2110C Ref.)

so Channel 3 (Chamber Temperature,
S50 Bottom TC)

Ch e 4 Channel 4 (Pressure Drop Across
_ •Channel 4 Water Metering Valve)

Channel 3
u40,• 4,

j30

20

760*C (21*C Ref.)

10

I, i0 MV 20 MV 30 MV
Temperature Scale (millivolts)

.38 .66 1.48
Pressure Scale (MPa)

Figure 35. Strip chart recording of the chamber
temperature and AP across water valve. j
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APPENDIX A

CALCULATION OF THE ADIABATIC FLAME TEMPERATURE

Calculation of the adiabatic flame temperature for the
chemical reaction of two moles of hydrogen and one mole of
oxygen with the addition of six (n=6) moles of water is as

follows. This reaction can be expressed as:
2H 2 + 0 2 + 6 2 0- 8 H20 (A-l)

The first law of thermodynamics for a steady-state, steady flow
process expressed as a rate equation is:

V.2 v 2

+ mi(hi + I- + Z = W + me (h (he + Z+ A) (A-2)

Where:

OCV = Rate of heat transfer across the system

boundary
Wcv = Rate of work crossing the system boundary

mi, me = Mass flowrates in and out of the control
volume

hia, he = Enthalpy of the constituents entering and
leaving the control volume per unit mass.

Vi 2 V 2e 2 ,
2 2 = Kinetic energy of the constituents

c c entering and leaving the control volume

per unit mass.
z. g-L, z -- = Potential energy of the constituents

- f% C entering and leaving the control

volume per unit mass.
For a combustion process, the changes in the kinetic

and potential energies are negligible. Also the process is
adiabatic and no work crosses the system boundary. Therefore,
these terms can be eliminated from the expression, thus, the

enthalpy of the reactants equals the enthalpy of the product.

mihi -mehe (A-3)

or
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E n -F I ... .. n- F[ - 1 I . ,. (A-4,

Where:

ni, ne - Number of moles entering and leaving,
respectively

rf - Enthalpy of formation of a compound at

25*C and 0.1 MPa with reference to
the enthalpy of its elements which

are assumed to be equal to zero at

25 0 C and 0.1 MPa.
(hi - h2099) = Enthalpy at a given thermodynamic

state, minus the enthalpy at 250C.

and 0.1 MPa.

Assuming the reactants enter at 25 0C and that H2 ,

0, and H2 0 are ideal gases and therefore their enthalpies are
independent of pressure, the (R - Rse ) terms for the reactants
reduce to zero. Also the enthalpy of formation of H2 and 02 are

zero since they are not compounds but elements.
Thus equation A-4 reduces to

a,0(1), n I O +(s f H, 0(g) (A-5)

The enthalpy of formation for water in the liquid state at 250C
and 0.1 MPa is -68,317. The negative sign indicates that
heat is liberated when water is formed. The heat of formation
of water in the gaseous state at 25 0 C and 0.1 MPa is equal to

-57,798 cal/gm-mole.

Therefore, after substituting known values, equation A-5
reduces to:

6(86,317) = 8(-57,798) + 8(S- (A-6)

Reducing and rearranging:--O
(h - h2 9 9 ) = 6560

This increase in enthalpy of steam of 6560 cal/gm-mole cor-
responds to a temperature of 769 0 C, as determined from the
thermodynamic tables for the heat of formation of water.
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APPENDIX B

CALIBRATION OF FLOW CONTROL VALVES

The hydrogen and oxygen servo-controlled metering
valves were calibrated using air to obtain the flow capacity

curves (flow coefficient, CV, versus the number of turns open).

These curves for the Hz and 01 valves are shown in Figures B-2
and B-3 respectively. Notice that they are both roughly linear

throughout the full range of the valves (from zero to seven
turns maximum). The slight variation in the two curves may be

the result of minor differences in the machining and assembly

tolerance of the valves.

Actual calibration of the valves was pezformed via a

flow test bench designed and built by Systems, Science and

Software. The test set-up is shown in Figure B- below.

S~~Tes t
I, IA

Gas
In I N i Test

Pres. Flow Pres. t Test
tValveReg. 1 Meter Reg. 2 I

Figure B-1. Calibration of a valve.

The test medium was air at 22 0 C, regulated to 0.45 MPa.

The pressure upstream of the flowmeter,.Pl, and the pressure

upstream of the test valve, P2, were maintained constant at

0.45 MPa and 0.24 MPa reapectively by adjusting the pressure

regulators for each valve setting. Thus the flow through the
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test valves was maintained critical at all times, that is,
Patm/P2 < 0.528. Therefore, the flow coefficient at each
valve setting can be calculated using the critical flow
equation:

CV 694 P SG x T (B-i)
A6 x 294

"G 0 A 1 294 (B-2)

where: '1
-cactual gas flowrate read from flowmeter

converted to /e

QG- gas flowrate corrected for temperature and

pressure (1/sec @ STP)

SG - specific gravity of gas, 1.0 for air

T - temperature of gas (OK)

P- inlet pressure to flowmeter (C'a)

P2 " inlet pressure to test valve (MPa)

C - flow coefficient of valve

The test data for the two valves are shown in Tables
B-i and B-2.

/8

I I

_____ ____ ~aE



7

0

9D,

E-4 3

60 G

0

II

z

1 .

+0

00
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Figure B-2. Flow capacity curve for the HI2 valve.

79

__________



7

6-

G

5

40

C6
0

w 3-
I

E-44

z I

2-0

0

0F

I u ' I I

0 0.05 0.1 0.2 0.3

FLOW COEFFICIENT, CV

Figure B-3. Flow capacity curve for the 02 valve.
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TABLE B-1

TEST DATA FOR THE HI VALVE

No. Turns
PI(MO'a) P2 (MPa) OA ('/sec) Open CV

0.45 0.24 0.145 0.5 0.031
0.45 0.24 0.157 0.6 0.034
0.45 0.24 0.185 0.75 0.040
0.45 0.24 0.212 0.9 0.046

0.45 0.24 0.252 1.0 0.054
0.45 0.24 0.299 1.25 0.065

0.45 0.24 0.346 1.5 0.075

0.45 0.24 0.448 2.0 0.097 I
0.45 0.24 0.551 2.5 0.119
0.45 0.24 0.629 3.0 0.136
0.45 0.24 0.708 3.5 0.153
0.45 0.24 0.787 4.0 0.170
0.45 0.24 0.865 4.5 0.187
0.45 0.24 0.944 5.0 0.204
0.45 0.24 1.06 5.5 0.230
0.45 0.24 1.20 6.0 0.261
0.45 0.24 1.34 6.5 0.290
0.45 0.24 1.39 6.8 0.302
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TABLE B-2

TEST DATA FOR THE Ot VALVE

No. Turns
P1 (lePa) P2 (HPa) OA (t/fec) Open Cv

0.45 0.24 0.173 0.5 0.037

0.45 0.24 0.212 0.6 0.046
0.45 0.24 0.244 0.75 0.053

0.45 0.24 0.275 0.9 0.060

0.45 0.24 0.299 1.0 0.065

0.45 0.24 0.346 1.25 0.075

0.45 0.24 0.393 1.5 0.085

0.45 0.24 0.472 2.0 0.102

0.45 0.24 0.582 2.5 0.126

0.45 0.24 0.645 3.0 0.140

0.45 0.24 0.755 3.5 0.164

0.45 0.24 0.787 4.0 0.170

0.45 0.24 0.865 4.5 0.187

0.45 0.24 0.983 5.0 0.213

O.45 0.24 i.06 5.5 0.230
0.45 0.24 1.18 6.0 0.256

0.45 0.24 1.30 6.5 0.281

0.45 0.24 1.34 7.0 0.290
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APPENDIX C

£ SPECIFICATIONS FOR THE THERMAL INSULATION

• V The thermal insulation is made from layers of woven.

silica/alumina manufactured by the Carborundum Corporation.

The top and bottom plates are Fiberfrax Dureboard, a rigid,

high temperature board made f m bulk ceramic fibers and in-

organic bonding agents. The cylindrical sleeve is layers of

Fiberfrax Durablanket, a strong flexible blanket made from long

ceramic fibers, cross-locked for high handling strength. For

a 5.08 cm-thickness of Duraboard and Durablanket insulation,
the cold face temperature will be 1270C based on a hot face

temperature of 815 0 C. The physical properties of the insulation
are shown in Table C-l.

V TABLE C-1

PHYSICAL PROPERTIES OF THE THERMAL INSULATION*

Durablanket Duraboard

Density, gm/cm3  0.13 0.48

Thermal conductivity, 4.5 x 10-4 4.1 x 10-4
ca1/sec-cmZ-°C/cm (@ 8150C) (@ 8150C)

Specific heat, 0.27 (@ 10900C)
cal/gm- C

Continuous use
limit 12600C 12600C

*Datacourtesy of Aerospex Corporation, a registered
distrlbutcr of Carborundum Corporation.



APPENDIX D

CLEANINESS SAFETY AND SYSTEM CHECK OUTI

The hydrogen and oxygen lines, and especially the oxygen

lines, must be maintained very clean. In the case of oxygen,

it is known that disastrous fires have occurred due to the

tightening of a threaded joint on an insect. Allowing oxygen

to flow across this slightly heated up organic matter was

sufficient to encourage combustion. The hydrogen and oxygen

fluid transfer lines and associated valving were cleaned for

gaseous oxygen service both before and after installation.

Also elaborate procedures were taken to ensure that the systems,

and in particular the flow metering valves and pressure regul-

ators, were maintained in a clean condition. In addition, the

dome pressure regulators as well as the metering valves fi~r

both the H2 and 02 were "LOX" cleaned by certified laboratories.

After complete assemnbly, both systems were flushed with tricloro-

ethylene to remove any hydrocarbons or loose debris, followed

by immediate drying by purging with dry nitrogen. The compat-

ibility of all materials, including seals, was investigated to

prevent possible undesirable reactions with H2 or 02. Only

teflon tape and/or liquid teflon pipe sealant, both compatible

with oxygen, were used on threaded connections.

LEAK AND PROOF PRESSURE TESTING

The Chamber and fluid transfer lines (02, H?. and H2 0)

were proof and leak pressure tested as a system to 11..8 MPa

for 30 minutes using nitrogen. All connections were flushed

with a soap bubble solution (SNOOP) to detect possible leaks.

Also p-Tior to a run, a leak test using nitrogen at 10.45 MPa

was performed on the system to test the integrity of recently

made-up connections. In addition, hydrogen heats up upon

expansion at normal temperatures due to the reverse Joule-

Thompson effect. Thus, an escaping stream of gas from a high
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pressure line could conceivably reach the ignition temperature

and ignite spontaneously. Extreme attention to detail in terms

of cleanliness and prevention of catastrophic leaks is essential

to the safe operation of a system such as described within

this report.

FUNCTIONAL CHECK-OUT

The torch was dry run using nitrogen to simulate the
flow of hydrogen and oxygen. This allowed the experimenters to

become confident with the operation and control of the torch

while in a safe mode. The torch was dry run at various comnbin-

priovid af bthorough functiona trestsfre and flowrates so as to

atoidns of bthorhigh aundtonlo pressafrs all equipment and instru-

mentation. The torch was fired in the open air, chamber removed,

to access the ease of controllability of the hydrogen, oxygen
and water flow control valves. This also showed the effect of

the flamne turbulence upon the water spray pattern.

The torch was inserted into the test chamber and a

aieries of flow/pressure experiments were undertaken to develop

a "feel" for the operation of the torch under low pressure andI low flowrate conditions.
Safety in operation of the torch was a-.;sured by strict

adherence to written start--up and shut-down procedures. In

addition, shot sheets cointaining all the proper flow control

valve and pressure regulator settings were used for each run.

4

86_____



DISTRIBUTION LIST

DEPARTMENT OF DEFENSE DEPARTMENT OF ENERGY CONTRACTORS (Continued)

)efense Nuclear Agency Sandia National Laboratories
ATTN: SPTD, T. Kennedy ATTN: C. Mehl

4 cy ATTN: TITL ATTN: C. Smith
ATTN: A. Bass

Field Command
Defense Nuclear Agency OTHER GOVERNMENT AGENCY

ATTN: FCTMD, W. Summa
ATTN: FCTK, C. Keller Department of the Interior I

U.S. Geological Survey
Field Command Test Directorate ATTN: R. CarrollDefense Nuclear Agency

ATTN: FCTC, J. LaComb DEPARTMENT OF DEFENSE CONTRACTORS

Defense Technical Information Center General Elec-'ric Company-TEMPO
12 cy ATTN: DD ATIN: DASIAC

DEPARTMENT OF ENERGY Pacifica Technology
ATTN: G. Kent

Department of Energy

Nevada Operations Office Physics international Co.ATTN: R. Newman ATTN: E. Moore

DEPARTMENT OF ENERGY CONTRACTORS SRI International
ATTN: A. Florence

Lawrence Livermore National Laboratory
ATTN: D. Oakley Systems, Science & Software, Inc.
ATTN: B. Hudson ATTN: R. DuWf
ATTN: B. Terhune
ATTN: J. Shearer Terra Tek, Inc.ATTN: S. Green

Los Alamos Scientific National Laboratory

ATTN: R. Brownlee
ATTN: E. Jones
ATTN: F. App
ATTN: A. Davis
ATTN: L. Germain

9

49


